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We demonstrated the detection of 20-nm iron–oxide magnetic nanoparticles (MNPs) using Al O magnetic tunnel junction sensors
(MTJs) with Conetic alloy. Conetic alloy NiFeCuMo was deposited as the MTJ free layer and pinned layer due to its magnetically
soft properties. The magnetoresistance (MR) curves of MTJs with Conetic alloy showed tunneling magnetoresistance of 8.0% with small
hysteresis and high linearity in the sensing region, after applying an external magnetic field of 14 Oe along the hard axis. The sensitivity
of the MTJ sensors with Conetic alloy was determined to be 0.3%/Oe within a linear region at room temperature. The MNPs of three
different concentrations were successfully detected by the shifts of the MR loops of the MTJs, and it was observed that the resistance
deviations of the MTJ sensors increased with the logarithm of MNP concentrations. The maximum resistance deviation was 0.16   for
an MNP concentration of 20.0 mg/mL. MTJ sensors, together with MNPs, are a promising platform for future biosensor applications,
and this paper shows that Conetic alloy is feasible for improving the performance of this platform.
Index Terms—Iron–oxide magnetic nanoparticles, magnetic sensors, magnetic tunnel junction (MTJ).
I. INTRODUCTION
M AGNETIC tunnel junctions (MTJs) and magneticnanoparticles (MNPs) have been extensively researched
for applications ranging from data storage to biosensing [1],
[2]. Magnetoresistive (MR) devices have long been applied
in low-field detection due to their superior properties, such
as high sensitivity, low-cost, compatibility with complemen-
tary metal–oxide semiconductor (CMOS) technology, and
room-temperature operation [3]. Giant magnetoresistance
(GMR) sensors with a sensitivity of around 1 nanoTesla are
now commercially available and MTJ sensors with a sensitivity
of 1 picoTesla are under active research [4]. In addition, MNPs
can be functionalized for the detection of biological analytes,
such as DNAs [5] and proteins [6]. MR sensors, together with
MNPs, hold promises for early cancer detection. A potential
lung cancer biomarker (interleukin-6) [7] and a colon and
breast cancer biomarker (carcinoembryonic antigen) [8] were
successfully detected by the detection platform of MR sensors
and MNPs. Therefore, a sensor platform enabling the detection
of MNPs with MR sensors is critical for biosensor applications
[3], [9], and MTJ sensors with MNPs are presently the most
encouraging combination.
The basic working principle of MTJ sensors relies on the
tunneling magnetoresistance (TMR) effect in thin-film multi-
layers. Previous studies [3], [4], [10], [11] indicated that the
MTJ sensor sensitivity could be enhanced by using soft mag-
netic thin films. The Conetic alloy (NiFeCuMo) of mu-metal
Manuscript received February 21, 2011; revised May 03, 2011, May 13, 2011;
accepted May 13, 2011. Date of current version September 23, 2011. Corre-
sponding author: P. W. T. Pong (e-mail: ppong@eee.hku.hk).
Color versions of one or more of the figures in this paper are available online
at http://ieeexplore.ieee.org.
Digital Object Identifier 10.1109/TMAG.2011.2157099
family is magnetically soft and possesses small easy-axis co-
ercivity ( Oe) and large hard-axis magnetic sus-
ceptibility in single-film and synthetic anti-
ferromagnet multilayer configurations [10], [12], [13]. Its soft
magnetic properties can be employed to reduce the coercivity
of the MTJ sensors and, thus, enhance the sensitivity [14]. As
such, Conetic alloy is a competent alternative magnetic thin film
in MTJ stacks for ultra-low magnetic-field detection.
MNPs with a diameter of 20 nm or smaller are recognized
as ideal biomolecular labels in biodetection technology [15].
The small size of MNPs is comparable to the dimensions of
biomolecules and, thus, increases the density of label binding
across the sensor surface. This can greatly enhance the sensi-
tivity and accuracy of quantitative molecular recognition data
and actual biorecognition events by conjugating with a few
or even single DNA fragments [15]–[17]. It was reported that
small MNPs (10–20 nm) are more effective than large magnetic
microbeads for targeting intracerebral rat tumors in vivo [18].
Therefore, the detection of MNPs with a diameter of 20 nm has
a significant impact on the biological applications.
In this paper, we investigated the possibility of detecting
iron–oxide MNPs with a diameter of 20 nm utilizing MTJ
sensors made with Conetic alloy. The MTJ sensors herein were
deposited with Conetic alloy as the magnetic layers. The mea-
surement results indicate that Conetic alloy can largely improve
the performance of MTJ sensors and the resulting sensors can
be successfully applied for detecting the iron–oxide MNPs.
II. EXPERIMENT
The MTJ stack was deposited by magnetron sputtering with a
base pressure of 2 10 torr and its structure was: thermally
oxidized silicon substrate/200 Conetic (Ni Fe Cu Mo )/10
Co Fe Al, plasma oxidation, O Torr,/10
Co Fe Conetic (Ni Fe Cu Mo )/5 Co Fe
Ir Mn Ru (units in angstrom). The oxide barrier was
0018-9464/$26.00 © 2011 IEEE
2578 IEEE TRANSACTIONS ON MAGNETICS, VOL. 47, NO. 10, OCTOBER 2011
Fig. 1. TEM bright-field image for the iron–oxide MNPs with an average di-
ameter of 20 nm in spherical shape.
formed by depositing Al metal and then oxidizing it in oxygen
plasma. The stack was annealed at 200 C for 15 min. The
junction area was 20 20 m , fabricated by self-aligned
UV photolithography and etching [12]. The MTJ sensors
were mounted on a standard four-probe measurement setup
for measuring MR loops, and the entire system was shielded
in a mu-metal shielding box to avoid external magnetic-field
disturbances. The easy-axis field was provided by a pair of
Helmholtz coils ranging from 100 to 100 Oe. All of the
measurements were conducted at room temperature.
Iron–oxide MNPs (Fe O , 99.5%, purchased from Nanos-
tructured & Amorphous Materials) were used in this paper.
Structural and magnetic characterizations of these MNPs were
carried out with transmission electron microscopy (TEM) and
vibrating sample magnetometry (VSM), respectively. Fig. 1
shows the TEM image of the iron–oxide MNPs. The iron–oxide
MNPs are spherical in shape with an average diameter of 20 nm.
The VSM measurement result is presented in Fig. 2. The satu-
ration magnetization of the iron–oxide MNPs is 14 emu/g and
the coercivity is 45 Oe. The MNPs were dispersed in ethanol
by sonication for 15 mins and vortexed for 15 s at room temper-
ature; three different concentrations of 0.2 mg/mL, 2.0 mg/mL,
and 20.0 mg/mL were prepared in this paper. The MTJ sensors
were protected by photoresistor with a thickness of 1.6 m,
leaving only the sensing area (20 20 m ) exposed to ensure
that the drop-cast solution was confined within that region. The
0.01-nL MNP solutions with these three concentrations were
drop-cast onto three individual MTJ junction surfaces to coat
the junction surfaces with the iron–oxide MNPs: 0.2 mg/mL
onto junction 1, 2.0 mg/mL onto junction 2, and 20.0 mg/mL
onto junction 3. These three junctions were simultaneously
fabricated on the same wafer by the same process.
III. RESULTS AND DISCUSSION
The fundamental principle of MNP detection by MTJ sensors
is to sense the stray magnetic field from the MNPs after being
polarized with an external activating magnetic field. The MTJ
sensors with Conetic alloy were all biased with an in-plane dc
hard-axis field at 14 Oe. This hard-axis magnetic field served
Fig. 2. VSM measurement of the iron–oxide MNPs. The saturation magneti-
zation is 14 emu/g and the coercivity is 45 Oe.
Fig. 3. MR loops of MTJ sensors with Conetic alloy. The data were measured
with and without a coating of iron–oxide MNPs using three different concentra-
tions: 0.2 mg/mL for junction 1, 2.0 mg/mL for junction 2, and 20.0 mg/mL for
junction 3. The inset is the magnified view of the linear region of the MR loops
of junction 1. The arrows indicate the shifting direction of the MR loop.
for providing initial polarization or magnetization for the MNPs
on the MTJs [7], [16]. The biasing field can also be applied in
other modes (e.g., vertical dc, in-plane ac, and vertical ac [17]).
We herein selected the in-plane dc mode because, besides acti-
vating the MNPs, the hard-axis field served two other purposes.
On one hand, it was employed to reduce the hysteresis of MTJ
sensors. Previous studies have demonstrated that applying an
in-plane magnetic field along the hard-axis direction could re-
duce the hysteretic effect and linearize the MR loops of MTJ
sensors [3], [19], [20]. On the other hand, it was helpful for re-
straining magnetic noise in the MTJ sensors and improving the
device sensitivity because the final performance of MTJ sensors
is also determined by the basic noise floor [15], [21], [22]. The
application of the hard-axis field can enhance the free-layer sta-
bility and reduce the magnetic noise by limiting magnetization
fluctuation in the magnetic layers of MTJs.
The MR loops of the MTJ sensors with Conetic alloy were
measured before and after the coating of the iron–oxide MNPs,
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Fig. 4. Plots of the resistance deviations  of MTJ sensors after being coated
with iron–oxide MNPs against the easy-axis field (black solid line). The fitting
curve (red dashed line) illustrates that the maximum resistance deviations of the
three junctions are 0.02, 0.08, and 0.16 , respectively.
and the results are shown in Fig. 3. All curves exhibited tun-
neling magnetoresistance (TMR) of 8.0% and a sensitivity
of 0.3%/Oe without hysteresis under the hard-axis bias. The
coating of iron–oxide MNPs on the MTJ junction surfaces
shifted the MR loops from their original positions to the right.
The inset of Fig. 3 shows the magnified linear region of the
MR loops of Junction 1 as an example to illustrate the shift.
Fig. 4 plots the resistance deviations of the MTJ sensors
after the coating of the iron–oxide MNPs against the easy-axis
field. From the dashed fitting curves, it can be observed that
the maximum resistance deviations of the three junctions are
0.02 (junction 1), 0.08 (junction 2), and 0.16 (junction
3), respectively. The relation between the resistance deviation
of the MTJ sensor after coated with MNPs and the MNP con-
centration is plotted in Fig. 5. The resistance deviation of the
MTJ sensor changes with the logarithm of the concentration
of iron–oxide MNPs. This result consists with the previous
studies reported by other groups [7], [23], [24]. As such, the
concentration of MNPs can be deduced through the resistance
deviation of the MTJ sensors.
IV. CONCLUSION
Conetic alloy was deposited as the magnetic layers of Al O
MTJ sensors. The MTJ sensors exhibited a TMR of 8.0% and a
sensitivity of 0.3%/Oe. The hysteresis of the MR loop was elim-
inated by applying a hard-axis field of 14 Oe. The detection of
iron–oxide MNPs was achieved by drop-casting the MNP solu-
tion onto the surfaces of the MTJs sensing area with three dif-
ferent concentrations of 0.2, 2.0, and 20.0 mg/mL. The coating
of MNPs shifted the MR loops, and the MTJ resistance devia-
tions after coating MNPs were 0.02, 0.08, and 0.16 , respec-
tively. These data show that the presence of 20-nm MNPs can
be detected by MTJ sensors with Conetic alloy, and the concen-
tration of MNPs can be deduced from the magnitude of MTJ
resistance deviations.
Fig. 5. Graph of MTJ sensor resistance deviations  versus iron–oxide MNP
concentrations. The fitting curve (solid line) designates that the resistance devi-
ation of the MTJ sensor changes with the logarithm of the MNP concentration.
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